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Spectrographic Determination of Rare Earth Elements on Molybdenum Electrodes 


Spektograficzne oznaczanie pierwiastków ziem rzadkich na elektrodach molibdenowych 


Спектрографическое определение редкоземельиых элементов C применением 
молибденовых электродов 


Exciting the rare earth elements emission spectra between graphite, cupric, aluminium, 
nickel and molybdenum electrodes a very distinct matrix effect has been observed [1—3]. 
In the case of C-, Cu-, Al- and Ni-electrodes the thermochemical reactions on their surfaces 
can be seen. 

Esko Saari [4] investigated the thermochemical reactions of 15 rare earth oxides 
with graphite powder exciting them in d.c. arc, under conditions generally accepted in the 
spectographic analysis of the rare earth elements. The formation of RC, (К — rare earth 
element) type carbides is dominant under given conditions. Only lutecium is found in part 
to be present in the form of Lu,C3. Also Eu, Sm, Yb and Tm differ from the remaining . 
rare earth elements in it that their reduction is characterized by the reaction which leads to 
formation of metal itself. 

The investigation of rare earth elements thermochemical reactions excited on Cu-, Ni- 
and Al-electrodes [5] proved the formation of R; CuO,4, К, МОЈ as well as RAIO, (which 
are more stable for ceric group element) with the material of the electrodes. These obser- 
vations agree with the literature data [6—12] for high temperature reactions of Cu, Ni and 
Al oxides with the rare earth oxides. 

In the case of molybdenum electrodes, the formation of different compounds only 
among the excited rare earth elements has been observed [13]. It seems that the molyb- 
denum electrodes do not take part in the thermochemical reactions with rare earth oxides 
under conditions of excitation. 

The differences in the formation of carbides, R; CuO4, К, NiO4 and RAIO; for dif- 
ferent rare earth elements may give the additional matrix effect in their spectrographic - 
determination. While using the motyodenum electrodes the matrix effect is expected to be 
due only to thermochemical reactions among the excited rare earth elements. For this 
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reason the molybdenum electrodes were used for spectrographic determination of rare 
earth mixtures in the present study. 


EXPERIMENTAL 


Spectrographic equipment. The grating spectrograph PSG-2 type in the second 
range spectrum was used. Spectra were excited in the intermittent a.c. arc of 4.6 or 6.6 A 
with the aid of ABR-3 generator. Spectrograms were evaluated by photometric measure- 
ments on the W and D scales. All the instruments were produced by C. Zeiss. 

As the auxiliary electrodes, for the interrupted feeding of a solution into radiation 
source, molybdenum rods 'specpure' (J. Matthey) were used, 20 mm in length and 5 mm 
in diameter, with planar and truncated cone ends. All spectra were photographed on the 
ORWO WO-3 spectral plates at 20 s time exposure. 

To prepare the standard solutions the following substances were used: 14.05. Pr,O;;, 
Gd,03, Ег; Оз prepared by rare earth mixtures separation in the Inorganic Chemistry 
Department, UMCS, Lublin; Nd;O5, Sm,03, Dy4O, puriss. (99.9%) made by Fluka AS, 
Buchs SG; Y5O; prepared by rare earth mixture separation in the Rare Earth Elements 
Laboratory, UAM, Poznań; MnCl;- 4Н,О pro analisis made by Riedel E. de Haén. 

The choice of the analysis lines. As the rare earthelements spectra are very com- 
plex and of great number of lines, the choice of analysis lines for eight-component mixtu- 
res is very difficult because of the coincidence possibility. In the range of 360 to 450 nm, 
also molybdenum has its own rich spectrum, but PGS-2 spectrograph gives the possibility 
of the photometric mcasurements for two lines when the difference between their wave - 
length is not smaller than 0.015 nm. Using atlases[14, 15] and tables [16, 17] of different 
authors, coincidence probability and choice of the lines were carefully established. 

In the case of the coincidence between intensive and weak lines of a rare earth element, 
the presence of other lines on the spectrogram with the same intensity of a coinciding 
element has been verified. In this way the lines of a high and moderate intensity were 
chosen for the photometric measurements and they are listed in Table 1. 


Table 1. Set of spectral lines chosen for photo- 
metric measurements for rare earth after [16] 


and for manganese after (17] 
Flement Anm IA IS 1 
Yttrium 417.414 5 3 I 
Yttrium 371.030 10 2 1H 
Lanthanuin 388.636 6 ТИ 
Prascodymium 410.074 9 10 -.H 
Praseodymium 398.206 9 6 H 
Neodymium 401.225 10 10 H 
Samarium 425.639 6 IAE 
Gadolinium 376.839 10 10 и 
Dysprosium 404.599 10 5 1 
Dysprosium 421.175 8 1 
Erbium 390.634 6 H 


Manganese 379.022 
Manganese 370.607 


ty w - 
болс 
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Sampling and solution preparation. For measurements there were prepared 
eight-component standard samples of rare earth chloride mixtures. Y, La, Pr, Nd, Sm, Gd, 
Er and Dy were in turn a matrix element, and seven others were additional elements. The 
concentration of the matrix element increased from 16, 30,51, 72 to 86 per cent of oxide, 
and the concentration of the seven additional elements decreased from 12, 10, 7, 4 to 
2 per cent for the oxide of each element. Manganese chloride added both to the standard 
and analysed solutions was used as the internal standard. 

The thin salt layers obtained by drying the solution transferred on the surface of the 
molybdenum electrodes, were excited in the intermittent a.c. arc. Each reference solution 
was transferjéd, оп 5 electrodes, and hence the results of the photometric measurements 
are the arithmetical mean value of 5 parallel excitation data. 

In order to transform the photometric measurements of the photographed spectral 
line blackening, the calibration curves of the spectral plates were plotted on the basis of 
the multiplet of the iron lines in the range of 375 to 383 nm[18]. The gamma coefficients of 
spectral plate emulsion were in the range of 0.76 to 0.83. 

For all chosen analytical spectral lines of rare earth elements, analytical curves were 
plotted by means of the pairs of values: log c and AWR jmn pertaining to the reference 
samples. Some analyfical curves were also plotted by means of log c and 7 after the plate 
calibration. 

Photometric measurements. In order to verify the use of manganese as the internal 
standard its spectral lines were photometred on D scale. On D scale the lines of all rare 
earth elements in the standard samples were also measured in order to estimate the dif- 
ferences of line intensities versus the increasing concentration of the element. All the 
measurements were carried out by simultaneously taking into account the blackening of 
emulsion close to the measured lines. | 

Then analogus measurements were carried out on scale W in order to select the analytical 
curves. The results of the photometric measurements are presented on the diagrams showing 
the course of manganese line intensity and that of the analysed rare earth element lines. 

Quantitative determination of rare earth element concentration in the mixtures was 
accomplished by recording the standard (with corresponding matrix element ) and analys- 
ed mixtures on the same plate. The results of quantitative analytical determination are 
shown in Table 2. 


RESULTS E 


Using the Czakow and Steciak [19] formula the a values corresponding to relative 
line intensity were calculated taking into account the background close to the line, 


where D, — transparency of background, and Dj,, — transparency of line with the back- 
ground. 


[4 
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Table 2. Comparison of the determination results for: Y, La, Pr, Nd, Gd from analytical curves drawn 
on coordinates AW and / versus log c Я 


Deter- Anal. : | Oxide % and samples number 


Matrix 
mined PUE dia Parana SOE, РАВ ша ЛӘ aE it и rusa Sere ee АБИ 
oxide kind 1 Aron 3 4 5 6 compon: 
AW 0.6 1.9 0.8 0.7 1.0 
405 I. 1.8 2:0 0.6 OE Soe T 12 Реди 
AW ee cu s 12 10 100 6.6 Su 
I 20.0 1.8 16 125 7.9 203 
AW 31.6 27.5 
bbs Begs ынал ну со ЧИНА ТИНА и. 282; "enu 
AW р ol 1.3. 398 324 ih: Pa 
1 is Ж L6 349 © 34.7 203 
AW 15.1 8.1 14.5 9.8 
кои fucco | ҮП as Pes ea ie 
aw 9,5 9.5 ЊЕ 46 ' 234 
Nd203 1 9.5 9.8 17.7 338 - 224 m La205 
AW 16 21 16.6 2.4 15 
Gd203 I 13 LS 14.8 ser 155 №20 


On the basis of calculated амп values the diagrams (Fig. 1) were made in order to 
investigate possible changes of manganese spectral line intensity versus the concentration 
and kind of matrix element. 

` The diagrams (Fig. 1) show that intensity variations of the main component affect 
slightly the амл and they are within the limits of the measurement error. 

If samarium or gadolinium are the main components, the spectral line intensity of 
manganese linearly decreases with an increase of the concentration of the main component, 
and, thus, it is possible to use * the manganese lines to draw analytical curves AWR /Mn 
versus log c. 

Distinct variations of manganese line intensity depend on the kind of a main com- 
ponent. The ayn value is the lowest in the presence of praseodymium and dysprosium, 
and the highest one in the presence of neodymium. 

The manganese spectral line intensities calculated from the calibration curves of the 
spectral plates (Fig. 2) confirm the application of manganese lines as tlie internal standard 
lines in the multi-component rare earth mixtures. A relationship of the а values of several 
таге earth elements to their concentration, as the additional components including the 

- main components, is shown in Figs. 3 and 4. 

A comparison of spectral line intensity and element concentration changes show suf- 
ficiently considerable differentiation of the spectral line sensitivity depending on the kind 
of the main component. 

Independently from the matrix component only samarium shows the weakest sensiti- 
vity during the excitation in the molybdenum arc. The praseodymium spectral lines are 


^ 
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Fig. 1. a values of manganese spectral line versus concentration of 
a matrix component in the mixtures 
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Fig. 2. IMn values versus concentration of praseodymium and 
neodymium as the matrix components in the mixtures 


of similar sensitivity as those of samarium when erbium is the main mixture component. 
In other cases their sensitivity is higher. The lines of dysprosium have low sensitivity in 
the presence of high concentrations of lanthanum, neodymium, gadolinium and erbium. 
One can observe high sensitivity of lanthanum and erbium lines in the presence of sama- 
rium, gadolinium, yttrium and neodymium as the matrix elements. 

Neodymium has lines of rather high sensitivity in the presence of yttrium, praseody- 
mium, gadoliniumand dysprosium. Gadolinuum has also lines of high sensitivity in the 
presence of samarium, yttrium and neodymium. The spectral lines of other elements 
have medium sensitivity in the presence of different matrix elements. 

The above mentioned measurements of @ values were preliminary in estimating the 
possibility of analytical curve construction. The diagrams of Figs. 5 and 6 give the setsof 
analytical curves for standard mixtures of different matrix components. 
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Fig. 3. a values inconstancy of additional clement spectral line 
intensities in dependence of a matrix component (m.c.) 
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| Fig. 4. a values inconstancy of additional element spectral line 
intensities in dependence of a matrix component (m.c.) 


. The analytical curves drawn іп the coordinates AWR /Mn and log c have mainly similar 
slopes and are often parallel. Some deyiations are obseryed in the curyes of the spectral lines 
of praseodymium, dysprosium and lanthanum in the presence of dysprosium, gadolinium 
and samarium, respectively. 

In order to verify the correctness of analytical curves, plotted on the coordinates 
АЙр ума and log c, after the plate calibration, they are drawn on the coordinates / and 
log c. Some of them are given in Fig. 7. Partial rectilinearity of these analytical curves 
confirms the usefulness of the molybdenum electrodes in the analyses of the mixtures of 
rare earth compounds. 

The results of a quantitative determination of some rare elements in the mixtures with 
lanthanum, praseodymium and neodymium as the matrix elements are given in Table 2. 
The table includes the comparison of the results obtained with both kinds of the analyti- 
cal curves. The deviations between the values of praseodymium and neodymium, in the 
five mixtures with lanthanum as the matrix element, show a good agreement. 

In Y, La and Gd determinations, the deviations of the results may be higher, parti- 
cularly with an increase of the analysed concentration. 
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Fig. 5. Analytical curves plotted on coordinates A WR /Mn and log c 
for Y, La, Pr, Nd, Sm, Gd, Er and Dy in the presence of erbium, 
gadolinuim, samarium and yttrium as the matrix components 
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Fig. 6. Analjtical curves plotted on coordinates A WR /Mn and 

log с for Y, La, Pr, Nd, Sm, Gd, Er and Dy in the presence of 

lanthanum, praseodymium, neodymium and dysprosium as 
the matrix components 
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Fig. 7. Analytical curves plotted on coordinates 7 and log c for Y, La, Gd, 
in the presence of neodymium: for Pr, Nd in the presence of lanthanum; 
for Y, La, Gd in the presence of prascodymium as the matrix components 


CONCLUSIONS 


- As the deviation of manganese spectral line intensity is not high (Figs. 1 and 2), 
manganese may be applied as the internal standard NOM ЖН analyses Of Shee 
earth multicomponent mixtures on molybdenum electrodes. 

On the bzsis of the photometric measurements (partial linearity of analytical curves) 
one may ¢onclude that in the range from 2 to 15% oxide concentration, and even in high- 
er чегери, the rare earth elements may be estimated on the molybdenum elec- 
trodes. 

However, if the number of additional. comptes is different in the standard and 
analysed substances, the results of the estimation of some elements (for example yttrium 
in the praseodymium-rich mixtures) may be erronous because of the matrix effect. Just 


for that reason it is necessary to use appropriately analogous standard samples for different 
analysed mixtures. 
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STRESZCZENIE 


W pracy opisano ilościowe spektrograficzne oznaczanie pierwiastków ziem rzadkich przy zastoso- 
waniu elektrod molibdenowych. Oznaczano pierwiastki ziem rzadkich w wielosktadnikowych miesza- 
ninach z róznymi składnikami matrycowymi (La, Nd, Pr), wzbudzając chlorki w przerywanym łuku 
prądu zmiennego. Rejestrację widm przeprowadzono za pomocą spektrografu siatkowego PGS-2 ma 
ptytach spektralnych ORWO WO-3. Jako standard wewnetrzny stosowano linie manganu. 


дартом бе € морганца. 


